
721 Cortaro Dr. 
Sun City Center, FL 33573 
www.acslabcannabis.com 
DEA No. RA0571996  
FL License # CMTL-0003 
CLIA No. 10D1094068 

  Diamond Shruumz - Hawaiian Punch
Sample Matrix: 

Mushroom 
Edibles 

(Ingestion)

Certi�cate of Analysis
Compliance Test

Client Information:
Diamond Shruumz
2413 S Broadway
Santa Ana, California 92707

Batch # 0005  
Batch Date: 2023-05-22 
Extracted From: NA 

Cultivation Date: 0000-00-00 
Production Date: 0000-00-00

Order # DIA230619-010001 
Order Date: 2023-06-19 
Sample # AAEP191 

Sampling Date: 2023-06-20 
Lab Batch Date: 2023-06-20 
Completion Date: 2023-06-26

Initial Gross Weight: 99.991 g 
Net Weight: 90.791 g 
 

Number of Units: 2 
Net Weight per Package: 45395.500 mg 
Sampling Method: MSP 7.3.1

Serving Number: 1.00000
 Amanita Muscaria

Tested
 Psilocin

Tested
 Psilocybin

Tested
 Pathogenic

Tested
 Heavy Metals

Passed

 Mycotoxins
Passed

 Pesticides
Passed

 Residual Solvents

Passed

Amanita Analytes 
Specimen Weight: 1499.700 mg 

 
Pieces For Panel: 15

Tested
SOP 13.058 (LCMS)

Analyte LOD 
(%)

LOQ 
(%)

Result 
(mg/g) (%)

Ibotenic acid 1.13E-05 5.21E-5 <LOQ <LOQ
Muscarine 3.65E-06 1.3E-5 <LOQ <LOQ
Muscimol 8.81E-06 5.21E-5 <LOQ <LOQ

Prep. By: 1195 Date: 2023-06-22 18:54:19 Analyzed By: 1232 Date: 2023-06-22 15:18:00

Reviewed By: 1050 Date: 2023-06-23 17:34:19 Lab Batch #: AAEP191-415 Date: 2023-06-23 17:34:19

Mushroom Analytes 
Specimen Weight: 401.400 mg 

 
Pieces For Panel: 15

Tested
SOP 13.058 (LCMS)

Analyte LOQ 
(%)

Result 
(mg/g) (%)

psilocin 0.00015 <LOQ <LOQ
psilocybin 0.000375 <LOQ <LOQ
baeocystin 0.000225 <LOQ <LOQ
norbaeocystin 0.000253 <LOQ <LOQ
norpsilocin 4.5E-5 <LOQ <LOQ
aeruginascin 6.0E-5 <LOQ <LOQ
4-hydroxy TMT 2.38E-5 <LOQ <LOQ
harmane 9.38E-5 <LOQ <LOQ
harmine 5.63E-5 <LOQ <LOQ

Prep. By: 1195 Date: 2023-06-22 18:54:29 Analyzed By: 1232 Date: 2023-06-22 15:14:42

Reviewed By: 1050 Date: 2023-06-23 17:59:17 Lab Batch #: AAEP191-371 Date: 2023-06-23 17:59:17

Mushroom Potency Summary
Total Alkaloids per Package

- 0
Total Alkaloids per Serving

- 0

Total Amanita Analytes per Package
- -

Total Amanita Analytes per Serving
- -

Total Psilocybin + Psilocin per Package
- Not Detected

Total Psilocybin + Psilocin per Serving
- Not Detected

Lab Director/Principal ScientistAixia Sun  
D.H.Sc., M.Sc., B.Sc., MT (AAB)

   

De�nitions and Abbreviations used in this report: (mg/ml) = Milligrams per Milliliter, LOQ = Limit of Quantitation, LOD = Limit of Detection, Dilution = Dilution Factor
(ppb) = Parts per Billion, (%) = Percent, (cfu/g) = Colony Forming Unit per Gram (cfu/g) = Colony Forming Unit per Gram, , LOD = Limit of Detection, (µg/g) =
Microgram per Gram (ppm) = Parts per Million, (ppm) = (µg/g), (aw) = Water Activity Sample not received via laboratory sampling.
This report shall not be reproduced, without written approval, from ACS Laboratory. The results of this report relate only to the material or product analyzed. Test results
are con�dential unless explicitly waived otherwise. ACS Laboratory is accredited to the ISO/IEC 17025:2017 Standard.

QA By: 1057 on 2023-06-26 15:19:21 V1 Page 1 of 4 
Form F672



721 Cortaro Dr. 
Sun City Center, FL 33573 
www.acslabcannabis.com 
DEA No. RA0571996  
FL License # CMTL-0003 
CLIA No. 10D1094068 

  Diamond Shruumz - Hawaiian Punch
Sample Matrix: 

Mushroom 
Edibles 

(Ingestion)

Certi�cate of Analysis
Compliance Test

Client Information:
Diamond Shruumz
2413 S Broadway
Santa Ana, California 92707

Batch # 0005  
Batch Date: 2023-05-22 
Extracted From: NA 

Cultivation Date: 0000-00-00 
Production Date: 0000-00-00

Order # DIA230619-010001 
Order Date: 2023-06-19 
Sample # AAEP191 

Sampling Date: 2023-06-20 
Lab Batch Date: 2023-06-20 
Completion Date: 2023-06-26

Initial Gross Weight: 99.991 g 
Net Weight: 90.791 g 
 

Number of Units: 2 
Net Weight per Package: 45395.500 mg 
Sampling Method: MSP 7.3.1

Serving Number: 1.00000
Microbiology Pathogenic SAE Microarray 
Specimen Weight: 1021.360 mg 

Dilution Factor: 1.000

Tested
SOP13.019 (Micro Array)

Analyte Result 
(cfu/g)

Escherichia coli speci�c gene Passed
Aspergillus �avus Passed

Analyte Result 
(cfu/g)

Salmonella Passed

Prep. By: 1161 Date: 2023-06-22 09:33:39 Analyzed By: 1179 Date: 2023-06-22 12:00:46

Reviewed By: 1161 Date: 2023-06-22 17:14:22 Lab Batch #: AAEP191-367 Date: 2023-06-22 17:14:22

Heavy Metals 
Specimen Weight: 246.970 mg 

Dilution Factor: 202

Passed
SOP13.048 (ICP-MS)

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

Arsenic (As) 4.83 100 200 <LOQ
Cadmium (Cd) .64 100 200 <LOQ

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

Lead (Pb) .58 100 500 <LOQ
Mercury (Hg) 11.76 100 200 <LOQ

Prep. By: 1050 Date: 2023-06-21 15:56:41 Analyzed By: 1216 Date: 2023-06-21 15:56:41

Reviewed By: 1142 Date: 2023-06-26 12:52:26 Lab Batch #: AAEP191-4 Date: 2023-06-26 12:52:26

Mycotoxins 
Specimen Weight: 611.900 mg 

Dilution Factor: 2.450

Passed
SOP13.007 (LCMS)

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

A�atoxin B1 3.0400E-1 6 20 <LOQ
A�atoxin B2 7.7000E-2 6 20 <LOQ
A�atoxin G1 3.0400E-1 6 20 <LOQ

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

A�atoxin G2 2.7100E-1 6 20 <LOQ
Ochratoxin A 7.5400E-1 3.8 20 <LOQ

Prep. By: 1243 Date: 2023-06-22 19:33:12 Analyzed By: 1243 Date: 2023-06-22 19:33:12

Reviewed By: 1222 Date: 2023-06-25 13:52:18 Lab Batch #: AAEP191-165 Date: 2023-06-25 13:52:18

Lab Director/Principal ScientistAixia Sun  
D.H.Sc., M.Sc., B.Sc., MT (AAB)

   

De�nitions are found on page 1
This report shall not be reproduced, without written approval, from ACS Laboratory. The results of this report relate only to the material or product analyzed. Test results
are con�dential unless explicitly waived otherwise. ACS Laboratory is accredited to the ISO/IEC 17025:2017 Standard.
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721 Cortaro Dr. 
Sun City Center, FL 33573 
www.acslabcannabis.com 
DEA No. RA0571996  
FL License # CMTL-0003 
CLIA No. 10D1094068 

  Diamond Shruumz - Hawaiian Punch
Sample Matrix: 

Mushroom 
Edibles 

(Ingestion)

Certi�cate of Analysis
Compliance Test

Client Information:
Diamond Shruumz
2413 S Broadway
Santa Ana, California 92707

Batch # 0005  
Batch Date: 2023-05-22 
Extracted From: NA 

Cultivation Date: 0000-00-00 
Production Date: 0000-00-00

Order # DIA230619-010001 
Order Date: 2023-06-19 
Sample # AAEP191 

Sampling Date: 2023-06-20 
Lab Batch Date: 2023-06-20 
Completion Date: 2023-06-26

Initial Gross Weight: 99.991 g 
Net Weight: 90.791 g 
 

Number of Units: 2 
Net Weight per Package: 45395.500 mg 
Sampling Method: MSP 7.3.1

Serving Number: 1.00000
Residual Solvents – FL 
Specimen Weight: 318.200 mg 

Dilution Factor: 1.000

Passed
SOP13.039 (GCMS)

Analyte LOD 
(ppm)

LOQ 
(ppm)

Action Level 
(ppm)

Result 
(ppm)

1,1-Dichloroethene 0.132 8 <LOQ
1,2-Dichloroethane 0.032 2 <LOQ
Acetone 12 750 <LOQ
Acetonitrile 0.96 60 <LOQ
Benzene 0.016 1 <LOQ
Butanes 13.32 5000 <LOQ
Chloroform 0.032 2 <LOQ
Ethanol 16 5000 780.862
Ethyl Acetate 6.4 400 <LOQ
Ethyl Ether 8 500 <LOQ
Ethylene Oxide 0.32 5 <LOQ

Analyte LOD 
(ppm)

LOQ 
(ppm)

Action Level 
(ppm)

Result 
(ppm)

Heptane 8 5000 <LOQ
Hexane 0.8 250 <LOQ
Isopropyl alcohol 8 500 <LOQ
Methanol 4 250 23.335
Methylene chloride 2 125 <LOQ
Pentane 12 750 <LOQ
Propane 26.668 5000 <LOQ
Toluene 2.4 150 <LOQ
Total Xylenes 7.2 150 <LOQ
Trichloroethylene 0.4 25 <LOQ

Prep. By: 1208 Date: 2023-06-21 16:33:42 Analyzed By: 1225 Date: 2023-06-21 16:33:42

Reviewed By: 1170 Date: 2023-06-23 19:05:17 Lab Batch #: AAEP191-55 Date: 2023-06-23 19:05:17

Lab Director/Principal ScientistAixia Sun  
D.H.Sc., M.Sc., B.Sc., MT (AAB)

   

De�nitions are found on page 1
This report shall not be reproduced, without written approval, from ACS Laboratory. The results of this report relate only to the material or product analyzed. Test results
are con�dential unless explicitly waived otherwise. ACS Laboratory is accredited to the ISO/IEC 17025:2017 Standard.
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721 Cortaro Dr. 
Sun City Center, FL 33573 
www.acslabcannabis.com 
DEA No. RA0571996  
FL License # CMTL-0003 
CLIA No. 10D1094068 

  Diamond Shruumz - Hawaiian Punch
Sample Matrix: 

Mushroom 
Edibles 

(Ingestion)

Certi�cate of Analysis
Compliance Test

Client Information:
Diamond Shruumz
2413 S Broadway
Santa Ana, California 92707

Batch # 0005  
Batch Date: 2023-05-22 
Extracted From: NA 

Cultivation Date: 0000-00-00 
Production Date: 0000-00-00

Order # DIA230619-010001 
Order Date: 2023-06-19 
Sample # AAEP191 

Sampling Date: 2023-06-20 
Lab Batch Date: 2023-06-20 
Completion Date: 2023-06-26

Initial Gross Weight: 99.991 g 
Net Weight: 90.791 g 
 

Number of Units: 2 
Net Weight per Package: 45395.500 mg 
Sampling Method: MSP 7.3.1

Serving Number: 1.00000
Pesticides 
Specimen Weight: 611.900 mg 

Dilution Factor: 2.450

Passed
SOP13.007 (LCMS/GCMS)

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

Abamectin 2.8800E-1 28.23 300 <LOQ
Acephate 2.3000E-2 30 3000 <LOQ
Acequinocyl 9.5640E+0 48 2000 <LOQ
Acetamiprid 5.2000E-2 30 3000 <LOQ
Aldicarb 2.6000E-2 30 100 <LOQ
Azoxystrobin 8.1000E-2 10 3000 <LOQ
Bifenazate 1.4150E+0 30 3000 <LOQ
Bifenthrin 4.3000E-2 30 500 <LOQ
Boscalid 5.5000E-2 10 3000 <LOQ
Captan 6.1200E+0 30 3000 <LOQ
Carbaryl 2.2000E-2 10 500 <LOQ
Carbofuran 3.4000E-2 10 100 <LOQ
Chlorantraniliprole 3.3000E-2 10 3000 <LOQ
Chlordane 1.0000E+1 10 100 <LOQ
Chlorfenapyr 3.4000E-2 30 100 <LOQ
Chlormequat Chloride 1.0800E-1 10 3000 <LOQ
Chlorpyrifos 3.5000E-2 30 100 <LOQ
Clofentezine 1.1900E-1 30 500 <LOQ
Coumaphos 3.7700E+0 48 100 <LOQ
Cy�uthrin 3.1100E+0 30 1000 <LOQ
Cypermethrin 1.4490E+0 30 1000 <LOQ
Daminozide 8.8500E-1 30 100 <LOQ
Diazinon 4.4000E-2 30 200 <LOQ
Dichlorvos 2.1820E+0 30 100 <LOQ
Dimethoate 2.1000E-2 30 100 <LOQ
Dimethomorph 5.8300E+0 48 3000 <LOQ
Ethoprophos 3.6000E-1 30 100 <LOQ
Etofenprox 1.1600E-1 30 100 <LOQ
Etoxazole 9.5000E-2 30 1500 <LOQ
Fenhexamid 5.1000E-1 10 3000 <LOQ
Fenoxycarb 1.0700E-1 30 100 <LOQ
Fenpyroximate 1.3800E-1 30 2000 <LOQ
Fipronil 1.0700E-1 30 100 <LOQ
Flonicamid 5.1700E-1 30 2000 <LOQ

Analyte LOD 
(ppb)

LOQ 
(ppb)

Action Level 
(ppb)

Result 
(ppb)

Fludioxonil 1.7400E+0 48 3000 <LOQ
Hexythiazox 4.9000E-2 30 2000 <LOQ
Imazalil 2.4800E-1 30 100 <LOQ
Imidacloprid 9.4000E-2 30 3000 <LOQ
Kresoxim Methyl 4.2000E-2 30 1000 <LOQ
Malathion 8.2000E-2 30 2000 <LOQ
Metalaxyl 8.1000E-2 10 3000 <LOQ
Methiocarb 3.2000E-2 30 100 <LOQ
Methomyl 2.2000E-2 30 100 <LOQ
methyl-Parathion 1.7100E+0 10 100 <LOQ
Mevinphos 2.1500E+0 10 100 <LOQ
Myclobutanil 1.0290E+0 30 3000 <LOQ
Naled 9.5000E-2 30 500 <LOQ
Oxamyl 2.5000E-2 30 500 <LOQ
Paclobutrazol 6.5000E-2 30 100 <LOQ
Pentachloronitrobenzene 1.3200E+0 10 200 <LOQ
Permethrin 3.4300E-1 30 1000 <LOQ
Phosmet 8.2000E-2 30 200 <LOQ
Piperonylbutoxide 2.9000E-2 30 3000 <LOQ
Prallethrin 7.9800E-1 30 400 <LOQ
Propiconazole 7.0000E-2 30 1000 <LOQ
Propoxur 4.6000E-2 30 100 <LOQ
Pyrethrins 2.3593E+1 30 1000 <LOQ
Pyridaben 3.2000E-2 30 3000 <LOQ
Spinetoram 8.0000E-2 10 3000 <LOQ
Spinosad 8.8000E-2 30 3000 <LOQ
Spiromesifen 2.6100E-1 30 3000 <LOQ
Spirotetramat 8.9000E-2 30 3000 <LOQ
Spiroxamine 1.3100E-1 30 100 <LOQ
Tebuconazole 6.7000E-2 30 1000 <LOQ
Thiacloprid 6.4000E-2 30 100 <LOQ
Thiamethoxam 5.0000E-2 30 1000 <LOQ
Tri�oxystrobin 3.7000E-2 30 3000 <LOQ

Prep. By: 1243 Date: 2023-06-22 19:33:12 Analyzed By: 1243 Date: 2023-06-22 19:33:12

Reviewed By: 1222 Date: 2023-06-25 13:52:18 Lab Batch #: AAEP191-202 Date: 2023-06-25 13:52:18

Lab Director/Principal ScientistAixia Sun  
D.H.Sc., M.Sc., B.Sc., MT (AAB)

   

De�nitions are found on page 1
This report shall not be reproduced, without written approval, from ACS Laboratory. The results of this report relate only to the material or product analyzed. Test results
are con�dential unless explicitly waived otherwise. ACS Laboratory is accredited to the ISO/IEC 17025:2017 Standard.
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PharmLabs San Diego  Certificate of Analysis
3421 Hancock St, Second Floor, San Diego, CA 92110 |  License: C8-0000098-LIC 
ISO/IEC 17025:2017 Certification L17-427-1 |  Accreditation #85368

Sample Shruumz - Grape Lemonade
Sample ID  SD230509-015 (75213) Matrix   Edible (Other Cannabis Good)
Tested for  Prophet Premium Blends
Sampled   - Received   May 08, 2023 Reported   May 30, 2023
Analyses executed   FP-NI Unit Mass (g)   45.019 Num. of Servings   15 Serving Size (g)   3.0

CAN+ - Cannabinoids Analysis
Analyzed May 12, 2023  |  Instrument HPLC-VWD  | Method SOP-001 
The expanded Uncertainty of the Cannabinoid analysis is approximately ±7.806% at the 95% Confidence Level

Analyte  LOD
mg/g

LOQ
mg/g

Result
%

Result
mg/g

Result
mg/Serving

Result
mg/Unit Sample photography

Cannabidivarin (CBDV)  0.039 0.16 ND ND ND ND
Cannabidiolic Acid (CBDA)  0.001 0.16 ND ND ND ND
Cannabigerol Acid (CBGA)  0.001 0.16 ND ND ND ND
Cannabigerol (CBG)  0.001 0.16 ND ND ND ND
Cannabidiol (CBD)  0.001 0.16 ND ND ND ND
Tetrahydrocannabivarin (THCV)  0.001 0.16 ND ND ND ND
Cannabinol (CBN)  0.001 0.16 ND ND ND ND
Tetrahydrocannabinol (Δ9-THC)  0.003 0.16 ND ND ND ND
Δ8-tetrahydrocannabinol (Δ8-THC)  0.004 0.16 ND ND ND ND
Cannabicyclol (CBL)  0.002 0.16 ND ND ND ND
Cannabichromene (CBC)  0.002 0.16 ND ND ND ND
Tetrahydrocannabinolic Acid (THCA)  0.001 0.16 ND ND ND ND
Total THC ( THCa * 0.877 + Δ9THC )    ND ND ND ND
Total THC + Δ8THC ( THCa * 0.877 + Δ9THC + Δ8THC )    ND ND ND ND
Total CBD ( CBDa * 0.877 + CBD )    ND ND ND ND
Total CBG ( CBGa * 0.877 + CBG )    ND ND ND ND
Total Cannabinoids    ND ND ND ND

HME - Heavy Metals Detection Analysis
Analyzed May 12, 2023  |  Instrument ICP/MSMS  | Method SOP-005

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g

Arsenic (As) 0.0002 0.0005 0.01 1.5
Cadmium (Cd) 3.0e-05 0.0005 0.00 0.5
Mercury (Hg) 1.0e-05 0.0001 ND 3
Lead (Pb) 1.0e-05 0.00125 0.03 0.5

MIBNIG - Microbial Testing Analysis
Analyzed May 10, 2023  |  Instrument Plating  | Method SOP-007

Analyte Result
CFU/g Limit Analyte Result

CFU/g Limit

Shiga toxin-producing Escherichia Coli ND ND per 1 gram Salmonella spp. ND ND per 1 gram

MTO - Mycotoxin Testing Analysis
Analyzed May 11, 2023  |  Instrument LC/MSMS  | Method SOP-004

Analyte LOD
ug/kg

LOQ
ug/kg

Result
ug/kg (ppb)

Limit
ug/kg Analyte LOD

ug/kg
LOQ

ug/kg
Result

ug/kg (ppb)
Limit

ug/kg
Ochratoxin A 5.0 20.0 ND 20 Aflatoxin B1 2.5 5.0 ND -
Aflatoxin B2 2.5 5.0 ND - Aflatoxin G1 2.5 5.0 ND -
Aflatoxin G2 2.5 5.0 ND - Total Aflatoxins 10.0 20.0 ND 20

SD230509-015 page 1 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count

 Acc. #85368

 
Scan the QR code to verify authenticity.

Authorized Signature

Brandon Starr, Lab Manager
Tue, 30 May 2023 15:00:43 -0700

PharmLabs San Diego | 3421 Hancock St, Second Floor, San Diego, CA 92110 | 619.356.0898 | ISO/IEC 17025:2017 Certification L17-427-1
*This report shall not be reproduced except in full, without the written approval of the lab. This report is for informational purposes only and should not be used to diagnose, treat or prevent any disease. Results are only for samples and batches indicated. Results are reported on
an "as received" basis, unless indicated otherwise. When a Pass/Fail status is reported, that status is intended to be in accordance with federal, state and local laws which are required for the customer to be in compliance. The measurement of uncertainty is not included in the
Pass/Fail evaluation unless explicitly required by federal, state or local laws and has been reported on the certificate of analysis. Measurement of uncertainty is available upon request.

https://www.dropbox.com/s/l983yoy8rtdtn0q/L21-599%20PharmLabs%20San%20Diego.pdf?dl=0
http://www.pjlabs.com
https://www.dropbox.com/s/l983yoy8rtdtn0q/L21-599%20PharmLabs%20San%20Diego.pdf?dl=0
https://www.dropbox.com/s/n9r7mt19eigt4bb/DEACert223_RP0611043_PharmLabs_San_Diego.pdf?dl=0


PES - Pesticides Screening Analysis
Analyzed May 11, 2023  |  Instrument LC/MSMS GC/MSMS  | Method SOP-003

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Aldicarb 0.0078 0.02 ND 0.0078 Carbofuran 0.01 0.02 ND 0.01
Dimethoate 0.01 0.02 ND 0.01 Etofenprox 0.02 0.1 ND 0.02
Fenoxycarb 0.01 0.02 ND 0.01 Thiachloprid 0.01 0.02 ND 0.01
Daminozide 0.01 0.03 ND 0.01 Dichlorvos 0.02 0.07 ND 0.02
Imazalil 0.02 0.07 ND 0.02 Methiocarb 0.01 0.02 ND 0.01
Spiroxamine 0.01 0.02 ND 0.01 Coumaphos 0.01 0.02 ND 0.01
Fipronil 0.01 0.1 ND 0.01 Paclobutrazol 0.01 0.03 ND 0.01
Chlorpyrifos 0.01 0.04 ND 0.01 Ethoprophos (Prophos) 0.01 0.02 ND 0.01
Baygon (Propoxur) 0.01 0.02 ND 0.01 Chlordane 0.04 0.1 ND 0.04
Chlorfenapyr 0.03 0.1 ND 0.03 Methyl Parathion 0.02 0.1 ND 0.02
Mevinphos 0.03 0.08 ND 0.03 Abamectin 0.03 0.08 ND 0.3
Acephate 0.02 0.05 ND 5 Acetamiprid 0.01 0.05 ND 5
Azoxystrobin 0.01 0.02 ND 40 Bifenazate 0.01 0.05 ND 5
Bifenthrin 0.02 0.35 ND 0.5 Boscalid 0.01 0.03 ND 10
Carbaryl 0.01 0.02 ND 0.5 Chlorantraniliprole 0.01 0.04 ND 40
Clofentezine 0.01 0.03 ND 0.5 Diazinon 0.01 0.02 ND 0.2
Dimethomorph 0.02 0.06 ND 20 Etoxazole 0.01 0.05 ND 1.5
Fenpyroximate 0.02 0.1 ND 2 Flonicamid 0.01 0.02 ND 2
Fludioxonil 0.01 0.05 ND 30 Hexythiazox 0.01 0.03 ND 2
Imidacloprid 0.01 0.05 ND 3 Kresoxim-methyl 0.01 0.03 ND 1
Malathion 0.01 0.05 ND 5 Metalaxyl 0.01 0.02 ND 15
Methomyl 0.02 0.05 ND 0.1 Myclobutanil 0.02 0.07 ND 9
Naled 0.01 0.02 ND 0.5 Oxamyl 0.01 0.02 ND 0.2
Permethrin 0.01 0.02 ND 20 Phosmet 0.01 0.02 ND 0.2
Piperonyl Butoxide 0.02 0.06 ND 8 Propiconazole 0.03 0.08 ND 20
Prallethrin 0.02 0.05 ND 0.4 Pyrethrin 0.05 0.41 ND 1
Pyridaben 0.02 0.07 ND 3 Spinosad A 0.01 0.05 ND 3
Spinosad D 0.01 0.05 ND 3 Spiromesifen 0.02 0.06 ND 12
Spirotetramat 0.01 0.02 ND 13 Tebuconazole 0.01 0.02 ND 2
Thiamethoxam 0.01 0.02 ND 4.5 Trifloxystrobin 0.01 0.02 ND 30
Acequinocyl 0.02 0.09 ND 4 Captan 0.01 0.02 ND 5
Cypermethrin 0.02 0.1 ND 1 Cyfluthrin 0.04 0.1 ND 1
Fenhexamid 0.02 0.07 ND 10 Spinetoram J,L 0.02 0.07 ND 3
Pentachloronitrobenzene 0.01 0.1 ND 0.2  

RES - Residual Solvents Testing Analysis
Analyzed May 11, 2023  |  Instrument GC/FID with Headspace Analyzer  | Method SOP-006

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Propane (Prop) 0.4 40.0 ND Butane (But) 0.4 40.0 ND
Methanol (Metha) 0.4 40.0 138.7 Ethylene Oxide (EthOx) 0.4 0.8 ND
Pentane (Pen) 0.4 40.0 ND Ethanol (Ethan) 0.4 40.0 2977.0
Ethyl Ether (EthEt) 0.4 40.0 ND Acetone (Acet) 0.4 40.0 ND
Isopropanol (2-Pro) 0.4 40.0 ND Acetonitrile (Acetonit) 0.4 40.0 ND
Methylene Chloride (MetCh) 0.4 0.8 ND Hexane (Hex) 0.4 40.0 ND
Ethyl Acetate (EthAc) 0.4 40.0 <LOQ Chloroform (Clo) 0.4 0.8 ND
Benzene (Ben) 0.4 0.8 ND 1-2-Dichloroethane (12-Dich) 0.4 0.8 ND
Heptane (Hep) 0.4 40.0 ND Trichloroethylene (TriClEth) 0.4 0.8 ND
Toluene (Toluene) 0.4 40.0 ND Xylenes (Xyl) 0.4 40.0 ND

FVI - Filth & Foreign Material Inspection Analysis
Analyzed May 08, 2023  |  Instrument Microscope  | Method SOP-010
Analyte / Limit Result Analyte / Limit Result
> 1/4 of the total sample area 
covered by sand, soil, cinders, or dirt ND > 1/4 of the total sample area 

covered by mold ND

> 1 insect fragment, 1 hair, or 1 count
mammalian excreta per 3g ND > 1/4 of the total sample area 

covered by an imbedded foreign material ND

MWA - Moisture Content & Water Activity Analysis
Analyzed May 11, 2023  |  Instrument Chilled-mirror Dewpoint and Capacitance  | Method SOP-008
Analyte Result Limit Analyte Result Limit
Moisture (Moi) 9.7 % Mw 13 % Mw Water Activity (WA) 0.62 a 0.85 aw w
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UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PharmLabs San Diego  Certificate of Analysis
3421 Hancock St, Second Floor, San Diego, CA 92110 |  License: C8-0000098-LIC 
ISO/IEC 17025:2017 Certification L17-427-1 |  Accreditation #85368

Sample Shruumz - Rainbow
Sample ID  SD230509-016 (75214) Matrix   Edible (Other Cannabis Good)
Tested for  Prophet Premium Blends
Sampled   - Received   May 08, 2023 Reported   May 30, 2023
Analyses executed   FP-NI Unit Mass (g)   45.731

CAN+ - Cannabinoids Analysis
Analyzed May 10, 2023  |  Instrument HPLC-VWD  | Method SOP-001 
The expanded Uncertainty of the Cannabinoid analysis is approximately ±7.806% at the 95% Confidence Level

Analyte  LOD
mg/g

LOQ
mg/g

Result
%

Result
mg/g

Result
mg/Unit Sample photography

Cannabidivarin (CBDV)  0.039 0.16 ND ND ND
Cannabidiolic Acid (CBDA)  0.001 0.16 ND ND ND
Cannabigerol Acid (CBGA)  0.001 0.16 ND ND ND
Cannabigerol (CBG)  0.001 0.16 ND ND ND
Cannabidiol (CBD)  0.001 0.16 ND ND ND
Tetrahydrocannabivarin (THCV)  0.001 0.16 ND ND ND
Cannabinol (CBN)  0.001 0.16 ND ND ND
Tetrahydrocannabinol (Δ9-THC)  0.003 0.16 ND ND ND
Δ8-tetrahydrocannabinol (Δ8-THC)  0.004 0.16 ND ND ND
Cannabicyclol (CBL)  0.002 0.16 ND ND ND
Cannabichromene (CBC)  0.002 0.16 ND ND ND
Tetrahydrocannabinolic Acid (THCA)  0.001 0.16 ND ND ND
Total THC ( THCa * 0.877 + Δ9THC )    ND ND ND
Total THC + Δ8THC ( THCa * 0.877 + Δ9THC + Δ8THC )    ND ND ND
Total CBD ( CBDa * 0.877 + CBD )    ND ND ND
Total CBG ( CBGa * 0.877 + CBG )    ND ND ND
Total Cannabinoids    ND ND ND

HME - Heavy Metals Detection Analysis
Analyzed May 13, 2023  |  Instrument ICP/MSMS  | Method SOP-005

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g

Arsenic (As) 0.0002 0.0005 0.01 1.5
Cadmium (Cd) 3.0e-05 0.0005 ND 0.5
Mercury (Hg) 1.0e-05 0.0001 ND 3
Lead (Pb) 1.0e-05 0.00125 0.02 0.5

MIBNIG - Microbial Testing Analysis
Analyzed May 10, 2023  |  Instrument Plating  | Method SOP-007

Analyte Result
CFU/g Limit Analyte Result

CFU/g Limit

Shiga toxin-producing Escherichia Coli ND ND per 1 gram Salmonella spp. ND ND per 1 gram

MTO - Mycotoxin Testing Analysis
Analyzed May 11, 2023  |  Instrument LC/MSMS  | Method SOP-004

Analyte LOD
ug/kg

LOQ
ug/kg

Result
ug/kg (ppb)

Limit
ug/kg Analyte LOD

ug/kg
LOQ

ug/kg
Result

ug/kg (ppb)
Limit

ug/kg
Ochratoxin A 5.0 20.0 ND 20 Aflatoxin B1 2.5 5.0 ND -
Aflatoxin B2 2.5 5.0 ND - Aflatoxin G1 2.5 5.0 ND -
Aflatoxin G2 2.5 5.0 ND - Total Aflatoxins 10.0 20.0 ND 20

SD230509-016 page 1 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PES - Pesticides Screening Analysis
Analyzed May 11, 2023  |  Instrument LC/MSMS GC/MSMS  | Method SOP-003

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Aldicarb 0.0078 0.02 ND 0.0078 Carbofuran 0.01 0.02 ND 0.01
Dimethoate 0.01 0.02 ND 0.01 Etofenprox 0.02 0.1 ND 0.02
Fenoxycarb 0.01 0.02 ND 0.01 Thiachloprid 0.01 0.02 ND 0.01
Daminozide 0.01 0.03 ND 0.01 Dichlorvos 0.02 0.07 ND 0.02
Imazalil 0.02 0.07 ND 0.02 Methiocarb 0.01 0.02 ND 0.01
Spiroxamine 0.01 0.02 ND 0.01 Coumaphos 0.01 0.02 ND 0.01
Fipronil 0.01 0.1 ND 0.01 Paclobutrazol 0.01 0.03 ND 0.01
Chlorpyrifos 0.01 0.04 ND 0.01 Ethoprophos (Prophos) 0.01 0.02 ND 0.01
Baygon (Propoxur) 0.01 0.02 ND 0.01 Chlordane 0.04 0.1 ND 0.04
Chlorfenapyr 0.03 0.1 ND 0.03 Methyl Parathion 0.02 0.1 ND 0.02
Mevinphos 0.03 0.08 ND 0.03 Abamectin 0.03 0.08 ND 0.3
Acephate 0.02 0.05 ND 5 Acetamiprid 0.01 0.05 ND 5
Azoxystrobin 0.01 0.02 ND 40 Bifenazate 0.01 0.05 ND 5
Bifenthrin 0.02 0.35 ND 0.5 Boscalid 0.01 0.03 ND 10
Carbaryl 0.01 0.02 ND 0.5 Chlorantraniliprole 0.01 0.04 ND 40
Clofentezine 0.01 0.03 ND 0.5 Diazinon 0.01 0.02 ND 0.2
Dimethomorph 0.02 0.06 ND 20 Etoxazole 0.01 0.05 ND 1.5
Fenpyroximate 0.02 0.1 ND 2 Flonicamid 0.01 0.02 ND 2
Fludioxonil 0.01 0.05 ND 30 Hexythiazox 0.01 0.03 ND 2
Imidacloprid 0.01 0.05 ND 3 Kresoxim-methyl 0.01 0.03 ND 1
Malathion 0.01 0.05 ND 5 Metalaxyl 0.01 0.02 ND 15
Methomyl 0.02 0.05 ND 0.1 Myclobutanil 0.02 0.07 ND 9
Naled 0.01 0.02 ND 0.5 Oxamyl 0.01 0.02 ND 0.2
Permethrin 0.01 0.02 ND 20 Phosmet 0.01 0.02 ND 0.2
Piperonyl Butoxide 0.02 0.06 ND 8 Propiconazole 0.03 0.08 ND 20
Prallethrin 0.02 0.05 ND 0.4 Pyrethrin 0.05 0.41 ND 1
Pyridaben 0.02 0.07 ND 3 Spinosad A 0.01 0.05 ND 3
Spinosad D 0.01 0.05 ND 3 Spiromesifen 0.02 0.06 ND 12
Spirotetramat 0.01 0.02 ND 13 Tebuconazole 0.01 0.02 ND 2
Thiamethoxam 0.01 0.02 ND 4.5 Trifloxystrobin 0.01 0.02 ND 30
Acequinocyl 0.02 0.09 ND 4 Captan 0.01 0.02 ND 5
Cypermethrin 0.02 0.1 ND 1 Cyfluthrin 0.04 0.1 ND 1
Fenhexamid 0.02 0.07 ND 10 Spinetoram J,L 0.02 0.07 ND 3
Pentachloronitrobenzene 0.01 0.1 ND 0.2  

RES - Residual Solvents Testing Analysis
Analyzed May 11, 2023  |  Instrument GC/FID with Headspace Analyzer  | Method SOP-006

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Propane (Prop) 0.4 40.0 ND Butane (But) 0.4 40.0 ND
Methanol (Metha) 0.4 40.0 72.5 Ethylene Oxide (EthOx) 0.4 0.8 ND
Pentane (Pen) 0.4 40.0 ND Ethanol (Ethan) 0.4 40.0 2746.7
Ethyl Ether (EthEt) 0.4 40.0 ND Acetone (Acet) 0.4 40.0 ND
Isopropanol (2-Pro) 0.4 40.0 ND Acetonitrile (Acetonit) 0.4 40.0 ND
Methylene Chloride (MetCh) 0.4 0.8 ND Hexane (Hex) 0.4 40.0 ND
Ethyl Acetate (EthAc) 0.4 40.0 ND Chloroform (Clo) 0.4 0.8 ND
Benzene (Ben) 0.4 0.8 ND 1-2-Dichloroethane (12-Dich) 0.4 0.8 ND
Heptane (Hep) 0.4 40.0 ND Trichloroethylene (TriClEth) 0.4 0.8 ND
Toluene (Toluene) 0.4 40.0 ND Xylenes (Xyl) 0.4 40.0 ND

FVI - Filth & Foreign Material Inspection Analysis
Analyzed May 08, 2023  |  Instrument Microscope  | Method SOP-010
Analyte / Limit Result Analyte / Limit Result
> 1/4 of the total sample area 
covered by sand, soil, cinders, or dirt ND > 1/4 of the total sample area 

covered by mold ND

> 1 insect fragment, 1 hair, or 1 count
mammalian excreta per 3g ND > 1/4 of the total sample area 

covered by an imbedded foreign material ND

MWA - Moisture Content & Water Activity Analysis
Analyzed May 11, 2023  |  Instrument Chilled-mirror Dewpoint and Capacitance  | Method SOP-008
Analyte Result Limit Analyte Result Limit
Moisture (Moi) 10.7 % Mw 13 % Mw Water Activity (WA) 0.68 a 0.85 aw w

SD230509-016 page 2 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PharmLabs San Diego  Certificate of Analysis
3421 Hancock St, Second Floor, San Diego, CA 92110 |  License: C8-0000098-LIC 
ISO/IEC 17025:2017 Certification L17-427-1 |  Accreditation #85368

Sample Shruumz - Strawberry Kiwi
Sample ID  SD230227-015 (67110) Matrix   Edible (Other Cannabis Good)
Tested for  Prophet Premium Blends
Sampled   - Received   Feb 27, 2023 Reported   Mar 02, 2023
Analyses executed   FP-NI Unit Mass (g)   45.496

CAN+ - Cannabinoids Analysis
Analyzed Mar 02, 2023  |  Instrument HPLC-VWD  | Method SOP-001 
Measurement Uncertainty at 95% confidence 7.806%

Analyte  LOD
mg/g

LOQ
mg/g

Result
%

Result
mg/g

Result
mg/Unit Sample photography

Cannabidivarin (CBDV)  0.039 0.16 ND ND ND
Cannabidiolic Acid (CBDA)  0.001 0.16 ND ND ND
Cannabigerol Acid (CBGA)  0.001 0.16 ND ND ND
Cannabigerol (CBG)  0.001 0.16 ND ND ND
Cannabidiol (CBD)  0.001 0.16 ND ND ND
Tetrahydrocannabivarin (THCV)  0.001 0.16 ND ND ND
Cannabinol (CBN)  0.001 0.16 ND ND ND
Tetrahydrocannabinol (Δ9-THC)  0.003 0.16 ND ND ND
Δ8-tetrahydrocannabinol (Δ8-THC)  0.004 0.16 ND ND ND
Cannabicyclol (CBL)  0.002 0.16 ND ND ND
Cannabichromene (CBC)  0.002 0.16 ND ND ND
Tetrahydrocannabinolic Acid (THCA)  0.001 0.16 ND ND ND
Total THC ( THCa * 0.877 + Δ9THC )    ND ND ND
Total THC + Δ8THC ( THCa * 0.877 + Δ9THC + Δ8THC )    ND ND ND
Total CBD ( CBDa * 0.877 + CBD )    ND ND ND
Total CBG ( CBGa * 0.877 + CBG )    ND ND ND
Total Cannabinoids    ND ND ND

HME - Heavy Metals Detection Analysis
Analyzed Feb 28, 2023  |  Instrument ICP/MSMS  | Method SOP-005

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Arsenic (As) 0.0002 0.0005 0.00 1.5 Cadmium (Cd) 3.0e-05 0.0005 ND 0.5
Mercury (Hg) 1.0e-05 0.0001 ND 3 Lead (Pb) 1.0e-05 0.00125 0.02 0.5

MIBNIG - Microbial Testing Analysis
Analyzed Feb 28, 2023  |  Instrument Plating  | Method SOP-007

Analyte Result
CFU/g Limit Analyte Result

CFU/g Limit

Shiga toxin-producing Escherichia Coli ND ND per 1 gram Salmonella spp. ND ND per 1 gram

MTO - Mycotoxin Testing Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS  | Method SOP-004

Analyte LOD
ug/kg

LOQ
ug/kg

Result
ug/kg (ppb)

Limit
ug/kg Analyte LOD

ug/kg
LOQ

ug/kg
Result

ug/kg (ppb)
Limit

ug/kg
Ochratoxin A 5.0 20.0 ND 20 Aflatoxin B1 2.5 5.0 ND -
Aflatoxin B2 2.5 5.0 ND - Aflatoxin G1 2.5 5.0 ND -
Aflatoxin G2 2.5 5.0 ND - Total Aflatoxins 10.0 20.0 ND 20

SD230227-015 page 1 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PES - Pesticides Screening Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS GC/MSMS  | Method SOP-003

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Aldicarb 0.0078 0.02 ND 0.0078 Carbofuran 0.01 0.02 ND 0.01
Dimethoate 0.01 0.02 ND 0.01 Etofenprox 0.02 0.1 ND 0.02
Fenoxycarb 0.01 0.02 ND 0.01 Thiachloprid 0.01 0.02 ND 0.01
Daminozide 0.01 0.03 ND 0.01 Dichlorvos 0.02 0.07 ND 0.02
Imazalil 0.02 0.07 ND 0.02 Methiocarb 0.01 0.02 ND 0.01
Spiroxamine 0.01 0.02 ND 0.01 Coumaphos 0.01 0.02 ND 0.01
Fipronil 0.01 0.1 ND 0.01 Paclobutrazol 0.01 0.03 ND 0.01
Chlorpyrifos 0.01 0.04 ND 0.01 Ethoprophos (Prophos) 0.01 0.02 ND 0.01
Baygon (Propoxur) 0.01 0.02 ND 0.01 Chlordane 0.04 0.1 ND 0.04
Chlorfenapyr 0.03 0.1 ND 0.03 Methyl Parathion 0.02 0.1 ND 0.02
Mevinphos 0.03 0.08 ND 0.03 Abamectin 0.03 0.08 ND 0.3
Acephate 0.02 0.05 ND 5 Acetamiprid 0.01 0.05 ND 5
Azoxystrobin 0.01 0.02 ND 40 Bifenazate 0.01 0.05 ND 5
Bifenthrin 0.02 0.35 ND 0.5 Boscalid 0.01 0.03 ND 10
Carbaryl 0.01 0.02 ND 0.5 Chlorantraniliprole 0.01 0.04 ND 40
Clofentezine 0.01 0.03 ND 0.5 Diazinon 0.01 0.02 ND 0.2
Dimethomorph 0.02 0.06 ND 20 Etoxazole 0.01 0.05 ND 1.5
Fenpyroximate 0.02 0.1 ND 2 Flonicamid 0.01 0.02 ND 2
Fludioxonil 0.01 0.05 ND 30 Hexythiazox 0.01 0.03 ND 2
Imidacloprid 0.01 0.05 ND 3 Kresoxim-methyl 0.01 0.03 ND 1
Malathion 0.01 0.05 ND 5 Metalaxyl 0.01 0.02 ND 15
Methomyl 0.02 0.05 ND 0.1 Myclobutanil 0.02 0.07 ND 9
Naled 0.01 0.02 ND 0.5 Oxamyl 0.01 0.02 ND 0.2
Permethrin 0.01 0.02 ND 20 Phosmet 0.01 0.02 ND 0.2
Piperonyl Butoxide 0.02 0.06 ND 8 Propiconazole 0.03 0.08 ND 20
Prallethrin 0.02 0.05 ND 0.4 Pyrethrin 0.05 0.41 ND 1
Pyridaben 0.02 0.07 ND 3 Spinosad A 0.01 0.05 ND 3
Spinosad D 0.01 0.05 ND 3 Spiromesifen 0.02 0.06 ND 12
Spirotetramat 0.01 0.02 ND 13 Tebuconazole 0.01 0.02 ND 2
Thiamethoxam 0.01 0.02 ND 4.5 Trifloxystrobin 0.01 0.02 ND 30
Acequinocyl 0.02 0.09 ND 4 Captan 0.01 0.02 ND 5
Cypermethrin 0.02 0.1 ND 1 Cyfluthrin 0.04 0.1 ND 1
Fenhexamid 0.02 0.07 ND 10 Spinetoram J,L 0.02 0.07 ND 3
Pentachloronitrobenzene 0.01 0.1 ND 0.2  

RES - Residual Solvents Testing Analysis
Analyzed Mar 01, 2023  |  Instrument GC/FID with Headspace Analyzer  | Method SOP-006

Analyte LOD
ug/g

LOQ
ug/g

Result 
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Propane (Prop) 0.4 40.0 ND 5000.0 Butane (But) 0.4 40.0 ND 5000.0
Methanol (Metha) 0.4 40.0 62.6 3000.0 Ethylene Oxide (EthOx) 0.4 0.8 ND 1.0
Pentane (Pen) 0.4 40.0 ND 5000.0 Ethanol (Ethan) 0.4 40.0 1472.4 5000.0
Ethyl Ether (EthEt) 0.4 40.0 ND 5000.0 Acetone (Acet) 0.4 40.0 ND 5000.0
Isopropanol (2-Pro) 0.4 40.0 ND 5000.0 Acetonitrile (Acetonit) 0.4 40.0 ND 410.0
Methylene Chloride (MetCh) 0.4 0.8 ND 1.0 Hexane (Hex) 0.4 40.0 ND 290.0
Ethyl Acetate (EthAc) 0.4 40.0 ND 5000.0 Chloroform (Clo) 0.4 0.8 ND 1.0
Benzene (Ben) 0.4 0.8 ND 1.0 1-2-Dichloroethane (12-Dich) 0.4 0.8 ND 1.0
Heptane (Hep) 0.4 40.0 ND 5000.0 Trichloroethylene (TriClEth) 0.4 0.8 ND 1.0
Toluene (Toluene) 0.4 40.0 ND 890.0 Xylenes (Xyl) 0.4 40.0 ND 2170.0

FVI - Filth & Foreign Material Inspection Analysis
Analyzed Feb 27, 2023  |  Instrument Microscope  | Method SOP-010
Analyte / Limit Result Analyte / Limit Result
> 1/4 of the total sample area 
covered by sand, soil, cinders, or dirt ND > 1/4 of the total sample area 

covered by mold ND

> 1 insect fragment, 1 hair, or 1 count
mammalian excreta per 3g ND > 1/4 of the total sample area 

covered by an imbedded foreign material ND

MWA - Moisture Content & Water Activity Analysis
Analyzed Feb 27, 2023  |  Instrument Chilled-mirror Dewpoint and Capacitance  | Method SOP-008
Analyte Result Limit Analyte Result Limit
Moisture (Moi) 11.1 % Mw 13 % Mw Water Activity (WA) 0.69 a 0.85 aw w

SD230227-015 page 2 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PharmLabs San Diego  Certificate of Analysis
3421 Hancock St, Second Floor, San Diego, CA 92110 |  License: C8-0000098-LIC 
ISO/IEC 17025:2017 Certification L17-427-1 |  Accreditation #85368

Sample Shruumz - Peach Sour Apple
Sample ID  SD230227-016 (67111) Matrix   Edible (Other Cannabis Good)
Tested for  Prophet Premium Blends
Sampled   - Received   Feb 27, 2023 Reported   Mar 02, 2023
Analyses executed   FP-NI Unit Mass (g)   46.571

CAN+ - Cannabinoids Analysis
Analyzed Mar 02, 2023  |  Instrument HPLC-VWD  | Method SOP-001 
Measurement Uncertainty at 95% confidence 7.806%

Analyte  LOD
mg/g

LOQ
mg/g

Result
%

Result
mg/g

Result
mg/Unit Sample photography

Cannabidivarin (CBDV)  0.039 0.16 ND ND ND
Cannabidiolic Acid (CBDA)  0.001 0.16 ND ND ND
Cannabigerol Acid (CBGA)  0.001 0.16 ND ND ND
Cannabigerol (CBG)  0.001 0.16 ND ND ND
Cannabidiol (CBD)  0.001 0.16 ND ND ND
Tetrahydrocannabivarin (THCV)  0.001 0.16 ND ND ND
Cannabinol (CBN)  0.001 0.16 ND ND ND
Tetrahydrocannabinol (Δ9-THC)  0.003 0.16 ND ND ND
Δ8-tetrahydrocannabinol (Δ8-THC)  0.004 0.16 ND ND ND
Cannabicyclol (CBL)  0.002 0.16 ND ND ND
Cannabichromene (CBC)  0.002 0.16 ND ND ND
Tetrahydrocannabinolic Acid (THCA)  0.001 0.16 ND ND ND
Total THC ( THCa * 0.877 + Δ9THC )    ND ND ND
Total THC + Δ8THC ( THCa * 0.877 + Δ9THC + Δ8THC )    ND ND ND
Total CBD ( CBDa * 0.877 + CBD )    ND ND ND
Total CBG ( CBGa * 0.877 + CBG )    ND ND ND
Total Cannabinoids    ND ND ND

HME - Heavy Metals Detection Analysis
Analyzed Feb 28, 2023  |  Instrument ICP/MSMS  | Method SOP-005

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Arsenic (As) 0.0002 0.0005 0.00 1.5 Cadmium (Cd) 3.0e-05 0.0005 ND 0.5
Mercury (Hg) 1.0e-05 0.0001 ND 3 Lead (Pb) 1.0e-05 0.00125 0.04 0.5

MIBNIG - Microbial Testing Analysis
Analyzed Feb 28, 2023  |  Instrument Plating  | Method SOP-007

Analyte Result
CFU/g Limit Analyte Result

CFU/g Limit

Shiga toxin-producing Escherichia Coli ND ND per 1 gram Salmonella spp. ND ND per 1 gram

MTO - Mycotoxin Testing Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS  | Method SOP-004

Analyte LOD
ug/kg

LOQ
ug/kg

Result
ug/kg (ppb)

Limit
ug/kg Analyte LOD

ug/kg
LOQ

ug/kg
Result

ug/kg (ppb)
Limit

ug/kg
Ochratoxin A 5.0 20.0 ND 20 Aflatoxin B1 2.5 5.0 ND -
Aflatoxin B2 2.5 5.0 ND - Aflatoxin G1 2.5 5.0 ND -
Aflatoxin G2 2.5 5.0 ND - Total Aflatoxins 10.0 20.0 ND 20

SD230227-016 page 1 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PES - Pesticides Screening Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS GC/MSMS  | Method SOP-003

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Aldicarb 0.0078 0.02 ND 0.0078 Carbofuran 0.01 0.02 ND 0.01
Dimethoate 0.01 0.02 ND 0.01 Etofenprox 0.02 0.1 ND 0.02
Fenoxycarb 0.01 0.02 ND 0.01 Thiachloprid 0.01 0.02 ND 0.01
Daminozide 0.01 0.03 ND 0.01 Dichlorvos 0.02 0.07 ND 0.02
Imazalil 0.02 0.07 ND 0.02 Methiocarb 0.01 0.02 ND 0.01
Spiroxamine 0.01 0.02 ND 0.01 Coumaphos 0.01 0.02 ND 0.01
Fipronil 0.01 0.1 ND 0.01 Paclobutrazol 0.01 0.03 ND 0.01
Chlorpyrifos 0.01 0.04 ND 0.01 Ethoprophos (Prophos) 0.01 0.02 ND 0.01
Baygon (Propoxur) 0.01 0.02 ND 0.01 Chlordane 0.04 0.1 ND 0.04
Chlorfenapyr 0.03 0.1 ND 0.03 Methyl Parathion 0.02 0.1 ND 0.02
Mevinphos 0.03 0.08 ND 0.03 Abamectin 0.03 0.08 ND 0.3
Acephate 0.02 0.05 ND 5 Acetamiprid 0.01 0.05 ND 5
Azoxystrobin 0.01 0.02 ND 40 Bifenazate 0.01 0.05 ND 5
Bifenthrin 0.02 0.35 ND 0.5 Boscalid 0.01 0.03 ND 10
Carbaryl 0.01 0.02 ND 0.5 Chlorantraniliprole 0.01 0.04 ND 40
Clofentezine 0.01 0.03 ND 0.5 Diazinon 0.01 0.02 ND 0.2
Dimethomorph 0.02 0.06 ND 20 Etoxazole 0.01 0.05 ND 1.5
Fenpyroximate 0.02 0.1 ND 2 Flonicamid 0.01 0.02 ND 2
Fludioxonil 0.01 0.05 ND 30 Hexythiazox 0.01 0.03 ND 2
Imidacloprid 0.01 0.05 ND 3 Kresoxim-methyl 0.01 0.03 ND 1
Malathion 0.01 0.05 ND 5 Metalaxyl 0.01 0.02 ND 15
Methomyl 0.02 0.05 ND 0.1 Myclobutanil 0.02 0.07 ND 9
Naled 0.01 0.02 ND 0.5 Oxamyl 0.01 0.02 ND 0.2
Permethrin 0.01 0.02 ND 20 Phosmet 0.01 0.02 ND 0.2
Piperonyl Butoxide 0.02 0.06 ND 8 Propiconazole 0.03 0.08 ND 20
Prallethrin 0.02 0.05 ND 0.4 Pyrethrin 0.05 0.41 ND 1
Pyridaben 0.02 0.07 ND 3 Spinosad A 0.01 0.05 ND 3
Spinosad D 0.01 0.05 ND 3 Spiromesifen 0.02 0.06 ND 12
Spirotetramat 0.01 0.02 ND 13 Tebuconazole 0.01 0.02 ND 2
Thiamethoxam 0.01 0.02 ND 4.5 Trifloxystrobin 0.01 0.02 ND 30
Acequinocyl 0.02 0.09 ND 4 Captan 0.01 0.02 ND 5
Cypermethrin 0.02 0.1 ND 1 Cyfluthrin 0.04 0.1 ND 1
Fenhexamid 0.02 0.07 ND 10 Spinetoram J,L 0.02 0.07 ND 3
Pentachloronitrobenzene 0.01 0.1 ND 0.2  

RES - Residual Solvents Testing Analysis
Analyzed Mar 01, 2023  |  Instrument GC/FID with Headspace Analyzer  | Method SOP-006

Analyte LOD
ug/g

LOQ
ug/g

Result 
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Propane (Prop) 0.4 40.0 ND 5000.0 Butane (But) 0.4 40.0 ND 5000.0
Methanol (Metha) 0.4 40.0 63.9 3000.0 Ethylene Oxide (EthOx) 0.4 0.8 ND 1.0
Pentane (Pen) 0.4 40.0 ND 5000.0 Ethanol (Ethan) 0.4 40.0 611.9 5000.0
Ethyl Ether (EthEt) 0.4 40.0 ND 5000.0 Acetone (Acet) 0.4 40.0 ND 5000.0
Isopropanol (2-Pro) 0.4 40.0 ND 5000.0 Acetonitrile (Acetonit) 0.4 40.0 ND 410.0
Methylene Chloride (MetCh) 0.4 0.8 ND 1.0 Hexane (Hex) 0.4 40.0 ND 290.0
Ethyl Acetate (EthAc) 0.4 40.0 ND 5000.0 Chloroform (Clo) 0.4 0.8 ND 1.0
Benzene (Ben) 0.4 0.8 ND 1.0 1-2-Dichloroethane (12-Dich) 0.4 0.8 ND 1.0
Heptane (Hep) 0.4 40.0 ND 5000.0 Trichloroethylene (TriClEth) 0.4 0.8 ND 1.0
Toluene (Toluene) 0.4 40.0 ND 890.0 Xylenes (Xyl) 0.4 40.0 ND 2170.0

FVI - Filth & Foreign Material Inspection Analysis
Analyzed Feb 27, 2023  |  Instrument Microscope  | Method SOP-010
Analyte / Limit Result Analyte / Limit Result
> 1/4 of the total sample area 
covered by sand, soil, cinders, or dirt ND > 1/4 of the total sample area 

covered by mold ND

> 1 insect fragment, 1 hair, or 1 count
mammalian excreta per 3g ND > 1/4 of the total sample area 

covered by an imbedded foreign material ND

MWA - Moisture Content & Water Activity Analysis
Analyzed Feb 27, 2023  |  Instrument Chilled-mirror Dewpoint and Capacitance  | Method SOP-008
Analyte Result Limit Analyte Result Limit
Moisture (Moi) 11.0 % Mw 13 % Mw Water Activity (WA) 0.69 a 0.85 aw w

SD230227-016 page 2 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count
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PharmLabs San Diego  Certificate of Analysis
3421 Hancock St, Second Floor, San Diego, CA 92110 |  License: C8-0000098-LIC 
ISO/IEC 17025:2017 Certification L17-427-1 |  Accreditation #85368

Sample Shruumz - Blue Razz Watermelon
Sample ID  SD230227-014 (67109) Matrix   Edible (Other Cannabis Good)
Tested for  Prophet Premium Blends
Sampled   - Received   Feb 27, 2023 Reported   Mar 02, 2023
Analyses executed   FP-NI Unit Mass (g)   45.373

CAN+ - Cannabinoids Analysis
Analyzed Mar 02, 2023  |  Instrument HPLC-VWD  | Method SOP-001 
Measurement Uncertainty at 95% confidence 7.806%

Analyte  LOD
mg/g

LOQ
mg/g

Result
%

Result
mg/g

Result
mg/Unit Sample photography

Cannabidivarin (CBDV)  0.039 0.16 ND ND ND
Cannabidiolic Acid (CBDA)  0.001 0.16 ND ND ND
Cannabigerol Acid (CBGA)  0.001 0.16 ND ND ND
Cannabigerol (CBG)  0.001 0.16 ND ND ND
Cannabidiol (CBD)  0.001 0.16 ND ND ND
Tetrahydrocannabivarin (THCV)  0.001 0.16 ND ND ND
Cannabinol (CBN)  0.001 0.16 ND ND ND
Tetrahydrocannabinol (Δ9-THC)  0.003 0.16 ND ND ND
Δ8-tetrahydrocannabinol (Δ8-THC)  0.004 0.16 ND ND ND
Cannabicyclol (CBL)  0.002 0.16 ND ND ND
Cannabichromene (CBC)  0.002 0.16 ND ND ND
Tetrahydrocannabinolic Acid (THCA)  0.001 0.16 ND ND ND
Total THC ( THCa * 0.877 + Δ9THC )    ND ND ND
Total THC + Δ8THC ( THCa * 0.877 + Δ9THC + Δ8THC )    ND ND ND
Total CBD ( CBDa * 0.877 + CBD )    ND ND ND
Total CBG ( CBGa * 0.877 + CBG )    ND ND ND
Total Cannabinoids    ND ND ND

HME - Heavy Metals Detection Analysis
Analyzed Feb 28, 2023  |  Instrument ICP/MSMS  | Method SOP-005

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Arsenic (As) 0.0002 0.0005 0.00 1.5 Cadmium (Cd) 3.0e-05 0.0005 ND 0.5
Mercury (Hg) 1.0e-05 0.0001 ND 3 Lead (Pb) 1.0e-05 0.00125 0.03 0.5

MIBNIG - Microbial Testing Analysis
Analyzed Feb 28, 2023  |  Instrument Plating  | Method SOP-007

Analyte Result
CFU/g Limit Analyte Result

CFU/g Limit

Shiga toxin-producing Escherichia Coli ND ND per 1 gram Salmonella spp. ND ND per 1 gram

MTO - Mycotoxin Testing Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS  | Method SOP-004

Analyte LOD
ug/kg

LOQ
ug/kg

Result
ug/kg (ppb)

Limit
ug/kg Analyte LOD

ug/kg
LOQ

ug/kg
Result

ug/kg (ppb)
Limit

ug/kg
Ochratoxin A 5.0 20.0 ND 20 Aflatoxin B1 2.5 5.0 ND -
Aflatoxin B2 2.5 5.0 ND - Aflatoxin G1 2.5 5.0 ND -
Aflatoxin G2 2.5 5.0 ND - Total Aflatoxins 10.0 20.0 ND 20

SD230227-014 page 1 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count

 Acc. #85368
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PES - Pesticides Screening Analysis
Analyzed Mar 02, 2023  |  Instrument LC/MSMS GC/MSMS  | Method SOP-003

Analyte LOD
ug/g

LOQ
ug/g

Result
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Aldicarb 0.0078 0.02 ND 0.0078 Carbofuran 0.01 0.02 ND 0.01
Dimethoate 0.01 0.02 ND 0.01 Etofenprox 0.02 0.1 ND 0.02
Fenoxycarb 0.01 0.02 ND 0.01 Thiachloprid 0.01 0.02 ND 0.01
Daminozide 0.01 0.03 ND 0.01 Dichlorvos 0.02 0.07 ND 0.02
Imazalil 0.02 0.07 ND 0.02 Methiocarb 0.01 0.02 ND 0.01
Spiroxamine 0.01 0.02 ND 0.01 Coumaphos 0.01 0.02 ND 0.01
Fipronil 0.01 0.1 ND 0.01 Paclobutrazol 0.01 0.03 ND 0.01
Chlorpyrifos 0.01 0.04 ND 0.01 Ethoprophos (Prophos) 0.01 0.02 ND 0.01
Baygon (Propoxur) 0.01 0.02 ND 0.01 Chlordane 0.04 0.1 ND 0.04
Chlorfenapyr 0.03 0.1 ND 0.03 Methyl Parathion 0.02 0.1 ND 0.02
Mevinphos 0.03 0.08 ND 0.03 Abamectin 0.03 0.08 ND 0.3
Acephate 0.02 0.05 ND 5 Acetamiprid 0.01 0.05 ND 5
Azoxystrobin 0.01 0.02 ND 40 Bifenazate 0.01 0.05 ND 5
Bifenthrin 0.02 0.35 ND 0.5 Boscalid 0.01 0.03 ND 10
Carbaryl 0.01 0.02 ND 0.5 Chlorantraniliprole 0.01 0.04 ND 40
Clofentezine 0.01 0.03 ND 0.5 Diazinon 0.01 0.02 ND 0.2
Dimethomorph 0.02 0.06 ND 20 Etoxazole 0.01 0.05 ND 1.5
Fenpyroximate 0.02 0.1 ND 2 Flonicamid 0.01 0.02 ND 2
Fludioxonil 0.01 0.05 ND 30 Hexythiazox 0.01 0.03 ND 2
Imidacloprid 0.01 0.05 ND 3 Kresoxim-methyl 0.01 0.03 ND 1
Malathion 0.01 0.05 ND 5 Metalaxyl 0.01 0.02 ND 15
Methomyl 0.02 0.05 ND 0.1 Myclobutanil 0.02 0.07 ND 9
Naled 0.01 0.02 ND 0.5 Oxamyl 0.01 0.02 ND 0.2
Permethrin 0.01 0.02 ND 20 Phosmet 0.01 0.02 ND 0.2
Piperonyl Butoxide 0.02 0.06 ND 8 Propiconazole 0.03 0.08 ND 20
Prallethrin 0.02 0.05 ND 0.4 Pyrethrin 0.05 0.41 ND 1
Pyridaben 0.02 0.07 ND 3 Spinosad A 0.01 0.05 ND 3
Spinosad D 0.01 0.05 ND 3 Spiromesifen 0.02 0.06 ND 12
Spirotetramat 0.01 0.02 ND 13 Tebuconazole 0.01 0.02 ND 2
Thiamethoxam 0.01 0.02 ND 4.5 Trifloxystrobin 0.01 0.02 ND 30
Acequinocyl 0.02 0.09 ND 4 Captan 0.01 0.02 ND 5
Cypermethrin 0.02 0.1 ND 1 Cyfluthrin 0.04 0.1 ND 1
Fenhexamid 0.02 0.07 ND 10 Spinetoram J,L 0.02 0.07 ND 3
Pentachloronitrobenzene 0.01 0.1 ND 0.2  

RES - Residual Solvents Testing Analysis
Analyzed Mar 01, 2023  |  Instrument GC/FID with Headspace Analyzer  | Method SOP-006

Analyte LOD
ug/g

LOQ
ug/g

Result 
ug/g

Limit 
ug/g Analyte LOD

ug/g
LOQ
ug/g

Result
ug/g

Limit 
ug/g

Propane (Prop) 0.4 40.0 ND 5000.0 Butane (But) 0.4 40.0 ND 5000.0
Methanol (Metha) 0.4 40.0 61.5 3000.0 Ethylene Oxide (EthOx) 0.4 0.8 ND 1.0
Pentane (Pen) 0.4 40.0 ND 5000.0 Ethanol (Ethan) 0.4 40.0 1003.3 5000.0
Ethyl Ether (EthEt) 0.4 40.0 ND 5000.0 Acetone (Acet) 0.4 40.0 ND 5000.0
Isopropanol (2-Pro) 0.4 40.0 ND 5000.0 Acetonitrile (Acetonit) 0.4 40.0 ND 410.0
Methylene Chloride (MetCh) 0.4 0.8 ND 1.0 Hexane (Hex) 0.4 40.0 ND 290.0
Ethyl Acetate (EthAc) 0.4 40.0 ND 5000.0 Chloroform (Clo) 0.4 0.8 ND 1.0
Benzene (Ben) 0.4 0.8 ND 1.0 1-2-Dichloroethane (12-Dich) 0.4 0.8 ND 1.0
Heptane (Hep) 0.4 40.0 ND 5000.0 Trichloroethylene (TriClEth) 0.4 0.8 ND 1.0
Toluene (Toluene) 0.4 40.0 ND 890.0 Xylenes (Xyl) 0.4 40.0 ND 2170.0

FVI - Filth & Foreign Material Inspection Analysis
Analyzed Feb 27, 2023  |  Instrument Microscope  | Method SOP-010
Analyte / Limit Result Analyte / Limit Result
> 1/4 of the total sample area 
covered by sand, soil, cinders, or dirt ND > 1/4 of the total sample area 

covered by mold ND

> 1 insect fragment, 1 hair, or 1 count
mammalian excreta per 3g ND > 1/4 of the total sample area 

covered by an imbedded foreign material ND

MWA - Moisture Content & Water Activity Analysis
Analyzed Feb 27, 2023  |  Instrument Chilled-mirror Dewpoint and Capacitance  | Method SOP-008
Analyte Result Limit Analyte Result Limit
Moisture (Moi) 10.3 % Mw 13 % Mw Water Activity (WA) 0.67 a 0.85 aw w

SD230227-014 page 2 of 2 QA Testing

UI Not Identified
ND Not Detected
N/A Not Applicable
NT Not Reported
LOD Limit of Detection
LOQ Limit of Quantification
<LOQ Detected
>ULOL Above upper limit of linearity
CFU/g Colony Forming Units per 1 gram
TNTC Too Numerous to Count

 Acc. #85368
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